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Dear Colleague,

The base for successful work and good results in an Analytical lab is the knowledge and know-how of every 

colleague in the lab. Supelco and Fluka support your work not only with reliable products, but also with 

instructive scientific seminars that grow your know-how in analytical science. 

These seminars provide the highest value for your daily work, because …

 they supply information on the latest developments and innovations in an analytical technique

 they are helpful (as stated by former attendees), with a strong focus on theoretical background, 

practical tips and tricks for method development and troubleshooting

 they focus on good solutions for challenges in analytical applications

The scientific seminars are offered as two kinds: on-site and public. 

On-site Seminars

These seminars will be conducted on your site on topics according to your requirements. You choose the 

talks that are most useful for you and your lab from a selection of nearly one hundred presentations. These 

presentations focus on either a technology such as HPLC, GC, sample preparation or Karl Fischer titration or 
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or air monitoring. The presentations will not only be given by speakers from Sigma-Aldrich but also from 

experts in academia and industry. The public seminars offer the additional advantage of a chance to exchange 

experiences with other experts in your field. Please check frequently on sigma-aldrich.com/events for the 

latest update on public scientific seminars.

We are looking forward to meeting you at one of our seminars this year!

Kind regards,

Dr. Frank Michel

Analytical & Chromatography 

Technology Specialist



3

H
P

L
C

/L
C

sigma-aldrich.com/express

Technical content was generated and provided by:

Susan S. Bird and Bruce S. Kristal

Department of Neurosurgery, Brigham and Women’s Hospital and, 

Department of Surgery, Harvard Medical School, 221 Longwood Avenue, 

LMRC-322, Boston, Massachusetts 02115

bkristal@partners.org

Contributed Article

Serum Lipidomics Profiling Using an 

Ascentis® Express Fused-Core® C18 Column

Introduction

Lipid diversity in a given biological system is quite large as there are 

both charged and neutral lipids in addition to species of varying 

degrees of chemical polarity. The LIPID Metabolites And Pathways 

Strategy (LIPID MAPS) consortium (www.lipidmaps.org) has systemati-

cally defined and classified lipids into eight categories, with multiple 

subclasses of each covering both eukaryotic and prokaryotic sources 

(Figure 1) (1). This standardisation has assisted the progress in 

developing analytical methods for untargeted lipidomic profiling 

studies in which all lipids are of potential importance and therefore 

require sensitive and robust detection. 

The current study uses a Fused-Core C18 RP-LC column to achieve 

lipid separations in biological samples. This technology offers a 

reduced diffusion path that provides sharper peaks at higher flow 

rates, allowing for increased sample throughput (4). 

Lipidomic analysis of serum samples from a rat diet study (n=192) 

were analysed using RP-LC-MS in order to achieve comprehensive 

lipid analysis, relative quantiation of lipid species between diets and 

characterisation of unknown lipids. The method’s ability to reprodu-

cibly separate and detect 86 unique triglycerides in addition to lipids 

from the other six categories found in plasma will be highlighted. 

Methods 

Animal Study

Sets of male Fisher 344 x Brown Norway F1 (FBNF1) rats (n=8 per set), 

aged seven to nine weeks, were fed ad libitum one of 24 isocaloric 

diets that differed in fat and carbohydrate composition (total n=192). 

Lipid Extraction and LC-MS Analysis

Lipid extracts were extracted from 30 μL of rat serum using a 

modified Bligh and Dyer liquid-liquid extraction and separated 

on an Ascentis Express C18, 15 cm x 2.1 mm I.D., 2.7 μm column 

(Sigma-Aldrich, St. Louis, MO) connected to a Thermo Fisher Scientific 

PAL autosampler, Accela quaternary HPLC pump and an Exactive 

benchtop orbitrap mass spectrometer (Thermo Fisher, San Jose, CA) 

equipped with a heated electrospray ionisation (HESI) probe. The 

HPLC was run at 260 μL/min and the column was held at 550 °C. 

Mobile phase A consisted of 60:40 acetonitrile:water in 10 mM 

ammonium formate with 0.1% formic acid and mobile phase B 

consisted of 90:10 isopropanol:acetonitrile also with 10 mM ammo-

nium formate and 0.1% formic acid. Details of the LC-MS method 

and SIEVE analysis have been described previously (6, 7). 

Results

Lipid Class Separation

Because many lipid species are isobaric, an understanding of the 

chromatographic retention time pattern can facilitate the identifica-

tion and characterisation of unknowns. The Acentis Express reversed 

phase C18 column separated lipids by both head group polarity and 

acyl side chain composition in an efficient manner, yielding sharp 

and robust peaks. Figure 2 shows representative total ion current 

(TIC) chromatograms of serum samples pooled from all 192 animals 

in our study. Sections of the chromatograms are labelled with the 

lipid categories detected, indicating the regions where each will elute 

using the LC-MS method. Highlighted in italics are some specific 

lipid classes which are found from those categories that are observed 

Figure 1. The inherent diversity of lipids and the systematic 

classification of each lipid type by the LIPID MAPS consortium

Chromatographic separation of lipid extracts prior to mass spectro-

metric (MS) detection aids in the achievement of comprehensive, 

quantitative, and reproducible analytical data in an efficient and 

robust manner. In the past, successful separation and analysis of 

lipids has been achieved using both GC and normal phase LC coupled 

to MS. These techniques, however, are not without limitations relating 

to what types of lipids are detectable and to the run-to-run reproduc-

ibility of the method (2, 3). Reversed phase (RP) LC is often the technique 

of choice due to its efficient separations and ability to interface easily 

with electrospray ionisation-MS detection (4–7). 

Fatty Acids (FA) Glycerolipids (GL)

Glycerophospholipids (GP)

Sphingolipids (SP)

Sterols (ST)

Sacchrolipids (SL)
Polyketides (PK)

Prenols (PR)

(continued on page 4)
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in the serum pool samples. The diverse nature of the serum lipidome 

suggested that comprehensive LC-MS profiling methods utilise both 

positive and negative ionisation modes.

Unknown Triacylglyceride Identification

When analysing our unknown rat serum data, exact mass measure-

ment and retention time pairs from SIEVE that fell into the predeter-

mined regions of the chromatogram were searched through online 

databases for possible TG hits. All ion fragmentation MS was then 

used to fully characterise these hits. Extracted ion chromatograms 

(XIC) of the fragment and parent masses were aligned to determine 

the FA side chains on each TG molecule. 

Figure 4 shows an example of this type of identification. A lipid with 

m/z 852.8015 found at RT 24.06 minutes, is found to match the mass 

of TG (50:0) as an [M+NH4]+ ion when searching the human meta-

bolome database and yields two possible TG isomers. In panels B and 

C, the diacylglycerol fragments chromatographically align with the 

parent ion to confirm the structure as TG (16:0/16:0/18:0). We present 

the specifics on the MS studies involved in the characterisation of 

TGs, in a recent paper in Analytical Chemistry (7). 

Figure 2. Panels A and B show the total ion chromatogram (TIC) 

separation of the same serum pool sample using LC-MS performed 

in negative and positive ionisation modes, respectively

Triacylglyceride Separation

In the positive ion TIC (Figure 2) most of the signals are due to the 

highly abundant serum triglycerides (TGs). There is a growing under-

standing that there are TG species-specific implications for health (8), 

so our priority was to identify all serum TGs found in our animal die-

tary macronutrient study. Identification was achieved by first analys-

ing a standard mixture of six TGs – TG (8:0)3, TG (10:0)3, TG (12:0)3, 

TG (14:0)3, TG (15:0)3 and TG (16:0)3 – and determining the elution 

profile and retention time (RT) reproducibility of these species. From 

Figure 3, you can see that separation is based on acyl chain length. 

From repeat injections of these standards over five days we deter-

mined the RT coefficients of variation to be < 0.3%. This experiment 

allows us to recognise regions in the chromatogram where we can 

expect the TGs to be found, noting that the biologically relevant TGs 

will contain longer acyl side chains and be located between 

22–25 minutes. 

Figure 3. Separation of 6 TG standards – TG (8:0)3, TG (10:0)3, TG (12:0)3, 

TG (14:0)3, TG (15:0)3 and TG (16:0)3 

100

0

R
e

la
ti

ve
 A

b
u

n
d

an
ce

100

0

100

0
100

0

100

0
100

0

0 10 20
Min

TG (8:0)3

TG (10:0)3

TG (12:0)3

TG (14:0)3

TG (15:0)3

TG (16:0)3

0 10 20 30
Min

Serum Pool TIC 
Negative Ion

Serum Pool TIC 
Positive Ion

0 10 20 30
Min

Glycerophospholipids
Sphingolipids: Gangliosides

Fatty Acyls

LysoGlycero-
phospholipids

Fatty Acyls

LysoGlycerophospholipids
Glycerolipids: Monoglycerides

Sterols: Cholic Acid Prenols

Glycerolipids: Triglycerides
Sterols: Cholesterol Esters

Glycerophospholipids
Glycerolipids: Diglycerides

Sphingolipids: Sphingomyetins Ceramides

A

B



5

H
P

L
C

/L
C

sigma-aldrich.com/express

Conclusion

In a profiling LC-MS method, lipid separation is very important since 

it is natural for co-elution to occur when a large number of species 

elute over a limited time period. In addition to identifying lipids from 

six major categories found in rat serum, this profiling method was 

able to identify 86 unique TGs with 62 having their individual side-

chains characterised. This is a significant improvement over past 

methods where not only were far fewer TGs identified, they were 

merely characterised by their total number of carbons and double 

bonds. This enhancement is a reflection of the added chromato-

graphic resolution observed with the Ascentis® Express Fused-Core® 

column and the high-resolution accurate mass detection of our 

MS system. 

Figure 4. The XIC of parent ion m/z 852.8015 is shown in panel A, with panels B and C showing XICs of the diacylglycerol fragments of the 

molecule. Chromatographic alignment of the parent ion peak at 24.05 minutes can be seen with fragments m/z 579 and m/z 551

 ID Length Ascentis Ascentis

 (mm) (cm) Express C18 Express C8

Ascentis Express Columns

 2.1 15 53825-U 53834-U

For other column sizes and types, see sigma-aldrich.com/express

Featured Products+
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TRADEMARKS: Agilent – Agilent Technologies; Ascentis, CHROMASOLV, Equity, GlasSeal, HybridSPE, qNMR, PESTANAL, SLB, SPB, Supelco, Thermogreen – 

Sigma-Aldrich Co. LLC; AutoSystem, PerkinElmer – PerkinElmer Inc.; CombiPAL – CTC Analytics; Fused-Core – Advanced Materials Technology, Inc.; GERSTEL 

– Gerstel GmbH; Hamilton – Hamilton Co.; IKA – IKA Works, Inc.; Microseal – Merlin Instrument Company; SGE – SGE International Pty. Ltd.; Shimadzu – 

Shimadzu Corporation; Thermo, TRACE, TriPlus – Thermo Electron Corp.; Varian – Varian Associates Corp.; Valco – Valco Instruments Co., Inc.
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HPLC Method for the Separation of Nine Key Components 

of Milk Thistle

Dave Bell and Hugh Cramer

dave.bell@sial.com

Introduction

Silymarin, derived from the milk thistle plant, has been used as a 

natural remedy for the treatment of a number of liver diseases as well 

as in the protection of the liver from potential toxins. More recently, 

silymarin has been connected to antitumor promoting activity (1). 

It is therefore of interest to have available analytical methods for the 

analysis of silymarin components in various matrices.

The silymarin complex consists of several closely related, biologically 

active components. The objective of this study was to investigate 

several modern stationary phase chemistries for optimal selectivity 

towards the development of an efficient method for the analysis of 

silymarin. The method would optimally provide baseline resolution 

for nine of the known components of silymarin in less than 15 minutes. 

Figure 1. Structures of known biologically active silymarin components

Silybin A

Silybin B

Taxifolin
Isosilybin A

Isosilybin B

Silydianin

Quercitrin

Apigenin-7-D-glucose

Silychristin

Initial screening experiments were used to select a single combina-

tion of stationary phase and organic modifier that demonstrates the 

greatest potential for the separation. The information from subsequent 

optimisation experiments was processed with simulation software to 

predict an optimised set of conditions. Finally the predicted conditions 

were confirmed using the analysis of a herbal supplement obtained 

from a local drug store.

Experimental

The screening protocol utilised five Ascentis® Express stationary phas-

es including C18, C8, RP-Amide, Phenyl-Hexyl and pentafluorophenyl-

propyl (F5). Gradient elution with two distinct organic modifiers was 

performed. Injections of a standard containing nine of the known 

constituents of silymarin (Figure 1) were made under each condition.

The HPLC screening method employed gradient elution from 5%–95% 

of either methanol or acetonitrile. The aqueous component of the 

mobile phase was 0.1% formic acid (pH 2.6).

In order to optimise the separation, separate chromatographic analy-

ses at two different gradient slopes and two temperatures were per-

formed. These four runs were then processed using ACD LC-Simulator 

software (Toronto, ON, Canada) and a predictive model was used to 

develop conditions that would provide baseline resolution of all 

peaks in less than 15 minutes. The conditions were then confirmed 

using both standards and a commercially available milk thistle herbal 

supplement.

Results and Discussion

Using a simple peak counting approach, the combination of the 

C18 stationary phase along with methanol as the organic modifier 

resulted in the highest number (nine) of visible peaks. A representa-

tive chromatogram is shown in Figure 2. Other combinations of 

stationary phase and organic modifier produced between six and 

eight peak responses. 

Four separate chromatographic runs using the C18 stationary phase 

and methanol modifier were conducted where the gradient slopes 

were varied (5% and 10% ramp) at two different temperatures (30 °C 

and 60 °C). The data was then analysed using ACD LC-Simulator to 

predict the most suitable optimised conditions. Comparison to the 

experimental data shown in Figure 3 confirms good agreement 

between the predicted (not shown) and actual chromatography. 

Because the suggested conditions ran to just 45% organic, an addi-

tional step to 100% organic was included to elute potential hydro-

phobic components from a natural sample.

Finally, a herbal supplement labelled as containing milk thistle along 

with dandelion, fennel and licorice was extracted using water:ethanol 

50:50, v/v and analysed. As shown in Figure 4, all 9 of the targeted 

components could be observed in the herbal supplement material.



7

H
P

L
C

/L
C

sigma-aldrich.com/express

Figure 2. Initial separation of silymarin somponents using 

C18 stationary shase and methanol as the organic modifier

Figure 3. Experimental confirmation of predicted 

optimised conditions

 column: Ascentis® Express C18, 10 cm x 3.0 mm I.D., 2.7 μm particle size
 mobile phase A: water with 0.1% formic acid
 mobile phase B: methanol
 gradient: min %A %B
  0 65 35
  3 65 35
  13 55 45
  15 55 45
 fl ow rate: 0.6 mL/min
 temp.: 35 °C
 det.: UV, 254 nm
 injection: 20 μL
 sample: 9 milk thistle related 20 μg/μL in 86:14, water:methanol

Figure 4. Identification of silymarin components from a 

commercial natural supplement

See Figure 3 for conditions and peak IDs. Sample extracted with 50:50 
water:ethanol. Gradient extended to 100% methanol to elute potential 
hydrophobic sample components.

Conclusions

Stationary phase screening at the onset of method development, 

especially when dealing with a complex set of analytes, provides an 

easy means of analytical method development. As shown in the 

study, a few short experiments, coupled with powerful prediction 

software provided chromatographic conditions suitable for the 

analysis biologically active milk thistle components. The developed 

conditions should prove useful in natural supplement, raw material 

and/or biological monitoring of silymarin complex components.
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Maximise the Speed and Sensitivity 
of Bioanalytical Assays
Proven tools for LC-MS analysis of small molecules in 
biological matrices

HybridSPE®-Phospholipid

 • Removal of Proteins AND Phospholipids

 – Limited Ion Suppression from Phospholipids 

 – Minimal to no Method Development

 – Reduced HPLC run times

Ascentis® Express Fused-Core® Particle Technology

 • Fast and Robust Performance at Low Back Pressures

 • UHPLC Performance on HPLC Systems

 • Wide Range of Selectivities to choose from

 – C18, C8, RP-Amide, F5 (PFP), Phenyl-Hexyl, HILIC (Si), 

ES-Cyano, ES-C18 Peptide

LC-MS CHROMASOLV®

 • High Purity Solvents, Additives and Blends

 • Low UV background and dedicated MS suitability tests 

 • LC-MS Ultra Grade Optimised for UHPLC

Together with Standards and more … 

Read more and download the brochure at sigma-aldrich.com/bioanalysis
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Increased Bioanalytical Throughput and Recovery Using 

HybridSPE®-PL Small Volume Plates

Craig Aurand

craig.aurand@sial.com

Often a major concern in developing bioanalytical methods is 

addressing the effect of biofluid matrix on the detection of desired 

analytes. The impact of matrix effects in bioanalysis has been well 

documented. In the majority of cases, co-extracted interferences 

directly affect the quantitation of analytes due to ionisation effects 

induced by the extracted matrix. This extracted matrix can impact 

the chromatographic analysis, but more often results in a chromato-

graphic build-up that leads to irregularities in both retention and 

quantitation. To address these issues, organic gradient elution is 

often used to “wash” adsorbed contaminants from the column. In 

most cases gradient elution is not required for resolution of desired 

analytes, but instead required only to elute extracted matrix from 

the analytical column.

Performing a more thorough sample cleanup enables faster chroma-

tographic analysis and thus increases the overall sample throughput. 

Using the HybridSPE-Phospholipid (PL) platform for selective phospho-

lipid depletion eliminates the need for gradient elution of adsorbed 

matrix from the analytical column, resulting in the ability to perform 

isocratic chromatographic separation with a dramatic increase in 

throughput.

This study evaluates the performance of the newly developed 

HybridSPE-PL-Small Volume 96-well plate for preparation of small 

volumes of rat plasma. The HybridSPE-PL-Small Volume plate accom-

modates plasma volumes of 20–40 μL, ideally suited for bioanalytical 

testing of mouse plasma. It makes use of the zirconia-coated silica 

stationary phase as is also used in the standard HybridSPE-PL plate 

for phospholipid depletion. The HybridSPE-PL-Small Volume plate is 

a scaled-down version, with a 1 mL well volume and a 15 mg packed 

stationary bed. A 0.45 μm polishing filter is also used for fine particle 

removal. The narrow internal well diameter of the plate, along with 

small packed bed, results in minimal holdup volume (typically 

20–40 μL). This enables sufficient volume recovery when handling 

small volume plasma samples.

In this study, rat plasma samples spiked with methadone and meta-

bolites 2-ethylidene-1,5-dimethyl-3,3-diphenylpyrrolidine (EDDP) and 

2-ethyl-5-methyl-3,3-diphenylpyrroline (EMDP) were processed with 

the HybridSPE-PL-Small Volume 96-well plate and compared against 

standard protein precipitation methods. The analysis was conducted 

on an Agilent® 1200SL Rapid Resolution system coupled to an Agilent 

6210 TOF LC/MS. Chromatographic separation was performed on the 

Ascentis® Express RP-Amide. The high sensitivity of methadone and 

metabolites enable direct small volume injection of the processed 

sample without the need for evaporation or reconstitution.

HybridSPE-Small Volume 96-well plate and closeup of tips

Single Well Explosion: 

 5 μm PTFE Frit

 15 mg Zirconia-Coated Silica Bed

 0.45 μm Hydrophobic Graded Filter/
 Frit Yields Ultra-Clean Sample

Figure 1. HybridSPE-Small Volume 96-well schematic diagram

Plate: 96-well format employs special frits at the top and bottom of the 
same selective bed; proteins can be removed on-line for added speed 
and convenience.
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Each spiked level sample was prepared n=8 for both the 

HybridSPE-PL-Small Volume technique and the standard protein pre-

cipitation method. Samples processed using the HybridSPE-PL-Small 

Volume technique were collected directly into an Agilent low volume 

96-well collection plate, average sample volume recovery from the 

plate was 40 μL. To ensure that sufficient sample was drawn into the 

injector, the autosampler was set for bottom well sensing. Samples 

were assayed for content of methadone and metabolites along with 

matrix monitoring for phospholipids. In this particular study, monitor-

ing for 1-palmitoylglycerophosphatidylcholine, m/z 496.3375 was con-

ducted as a representative phospholipids matrix ion.

Samples prepared using the HybridSPE-PL-Small Volume plate dem-

onstrated high recovery across the concentration range. These sam-

ples were not affected by the matrix buildup due to the complete 

depletion of phospholipids. No signal suppression was observed 

Figure 2. Chromatographic conditions and conditions for sample 

preparation

 column: Ascentis® Express RP-Amide, 10 cm x 2.1 mm I.D., 2.7 μm, 
  (53913-U)
 mobile phase: 10mM ammonium formate (65:35 water:acetonitrile) pH 3.6
 fl ow rate: 0.4 mL/min
 system pressure: 275 bar
 temp: 35 °C 
 inj vol: 0.5 μL
 instrument: Agilent® 1200SL Rapid Resolution, Agilent 6210 TOF LC/MS
 detection: ESI+
 sampling rate: 1.5 spectra/sec, 6309 transients/spectra

Sample Preparation

Standard Solutions:
Standard solutions were prepared from a stock standard in (3:1) 1% formic acid 
acetonitrile:water at a level of 25, 50, 100, 200, 300 ng/mL. These standards were 
used to establish recovery of methadone and metabolites from the HybridSPE®-
Small Volume without interference from plasma interactions.

Plasma: 
Rat plasma stabilised with K2EDTA was acquired from Lampire Biological 
Laboratories, (Pipersville PA). Plasma was spiked directly from stock standard to a 
level of 100, 200, 400, 800, 1200 ng/mL. 

HybridSPE-Small Volume Plasma Samples: apply 20 μL of plasma to plate, followed 
by 60 μL of 1% formic acid acetonitrile. Agitate via vortex for 1 minute, place on 
vacuum manifold and apply 10”Hg vacuum for 2 minutes. Collect fi ltrate and 
analyse directly. 

HybridSPE-Small Volume Standard Solution: apply 80 μL of standard prepared in 
(3:1) 1% formic acid acetonitrile:water. Agitate via vortex for 1 minute, place on 
vacuum manifold and apply 10”Hg vacuum for 2 minutes. Collect fi ltrate and 
analyse directly. Samples were prepared n=8. 

Standard Protein Precipitation: apply 100 μL of plasma to centrifuge vial, followed 
by 300 μL of 1% formic acid acetonitrile. Agitate via vortex for 1 minute, place into 
centrifuge for 2 minutes at 15000 rpm. Collect supernatant and analyse directly.

Methadone and Metabolites 

Standard, 400 ng/mL

 Peak Name tR
 1. EDDP 0.93
 2. Methadone 1.23
 3. EMDP 1.50

1

2
3

0 1.0 2.0

 Counts vs. Acquisition Time (Min)

Table 1. Calibration table: methadone
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Methadone STD: R2 = 0.9993

Plasma HybridSPE: R2 = 0.9989

PL: R2 = 0.9995
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Table 2. Calibration table: EMDP

Table 3. Calibration table: EDDP

EMDP STD: R2 = 0.9996

Plasma HybridSPE: R2 = 0.9996

PL: R2 = 0.9987
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EDDP STD: R2 = 0.9945

Plasma HybridSPE: R2 = 0.9981

PL: R2 = 0.9974

STD HybridSPE: R2 = 0.9993

using the HybridSPE-PL-Small Volume technique. As shown in 

Tables 1, 2, and 3, nearly equivalent calibration slopes between 

the standard solution and spiked plasma processed with the 

HybridSPE-PL-Small Volume technique was achieved. In Table 3, 

some drug protein binding was observed for the EDDP metabolite, 

resulting in the slight decrease in response. The recovery of the 

standard solution (red) was included in this chart to show the high 

recovery of EDDP from the HybridSPE-PL-Small Volume plate.

(continued on page 12)
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Phospholipid matrix effect was evident with samples prepared using 

the standard protein precipitation technique. Often when performing 

ballistic gradient methods, the high organic content elutes a portion 

of the matrix from the column in a broad range. When performing 

isocratic methods, phospholipid buildup is continuous and results in 

an overall background increase, due to phospholipids gradually leach-

ing from the column. As demonstrated in Figure 3, monitoring of m/z 

496.3375 representing 1-palmitoylglycerophosphatidylcholine, an 

increase in background from none detected to over 3000 count was 

observed over the 40 sample injection range of the standard protein 

precipitation technique. The gradual increase in background phos-

pholipids is the cause of the dramatically decreased signal response 

with increasing spike level samples. Samples were analysed in order 

from lowest spike level to highest spike level. The highest level spiked 

samples were then subject to the highest amount of chromatograph-

ic buildup of phospholipid. Significant signal reduction was observed 

for the standard protein precipitation method due to the background 

phospholipids.

Figure 3. Phospholipid buildup on column from standard protein 

precipitation method

Injection no. 1 from Standard Protein Precipitation Method

Injection no. 40 from standard protein precipitation method

G004923

G004924

6000

4000

2000

0

0 1 2
 Min

6000

4000

2000

0

0 1 2
 Min

This study has demonstrated the detrimental effect of phospholipid 

buildup and resulting matrix ionisation effect when performing 

standard protein precipitation techniques. By utilising the 

HybridSPE®-PL-Small Volume plate, excellent recovery of methadone 

and associated metabolites across the concentration range along with 

depletion of proteins and phospholipids from the plasma samples 

was achieved. The combination of facile protein precipitation/phos-

pholipid depletion and fast analysis using modern chromatographic 

particles shows great promise in increasing the throughput for bio-

analytical methods. The ability to perform selective matrix removal 

enables the use of optimised chromatographic elution conditions 

without the need for gradient elution of sample matrix, resulting in 

shorter run times and more rugged bioanalytical methods.

Description Cat. No. 

HybridSPE-PL-Small Volume 96-well plate,  52794-U

15 mg/well

96-Square/Deep Well Collection Plates, 1 mL, PP 575652-U

IKA® MS 3 Digital Orbital Shaker Z645036-1EA

Featured Products+

Description Cat. No.

Ascentis® Express RP-Amide,  53913-U

10 cm x 2.1 mm I.D., 2.7 μm

HybridSPE-Phospholipid 96-well Plate, 50 mg/well 575656-U

HybridSPE-Phospholipid Cartridge, 30 mg/1 mL 55261-U

96-well Protein Precipitation Filter Plate 55263-U

Supelco® PlatePrep Vacuum Manifold 57192-U

96-Square/Deep Well Collection Plates,  575651-U

0.35 mL, PP

96-Square/Deep Well Collection Plates, 2 mL, PP 575653-U

96-Square Well Pierceable Cap Mats 575655-U

EDDP, 10 mg E5264

Related Products+

Related Information+
For more information on the HybridSPE-PL products, visit 

sigma-aldrich.com/hybridspe-pl

Did you know . . .

Supelco’s Ascentis Express is a perfect complement to HybridSPE-PL 

sample prep cartridges and 96-well plates for bioanalytical 

LC-MS-MS assays. If you have an interest in these products, please 

complete the survey at sigma-aldrich.com/bioanalysis-request
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Special Announcement

36th International Symposium 
on Capillary Chromatography

Palazzo dei Congressi – Riva del Garda – Italy

27 May – 1 June 2012

www.chromaleont.it/iscc

The International Symposium on Capillary Chromatography 

(ISCC) is the premier meeting for pressure and electro-driven 

microcolumn separations and related techniques. The 9th 

GCxGC Symposium will be organised jointly with this ISCC 

meeting to allow scientists to attend both meetings.

These events will provide plenary lectures, keynote lectures by 

young scientists, prominently featured poster presentations, 

an exhibition displaying the latest instrumental innovations 

and an attractive social program to give the opportunity to all 

participants to meet with world-renowned scientists.

The programme begins with a comprehensive GCxGC short 

course on 27 May. The opening ceremony will be held on 

Monday 28 May, followed by a plenary session.

Researchers in all areas relevant to the subjects of the symposia 

are invited to submit abstracts. Exhibitors and sponsors are also 

encouraged to participate.

Looking forward to meeting you in Riva del Garda,

Prof. Luigi Mondello Prof. Dr. P. Sandra

Chairman RIVA 2012 Honorary Chairman RIVA 2012

Email: iscc@chromaleont.it

Special Limited-time Off er

40% OFF 
SLB-IL111 
columns!
Valid until 30 June 2012.

To learn how, visit 

sigma-aldrich.com/gc-off ers

NEW! SLB™-IL111 Column Literature
Two Technical Reports are available:

● SLB-IL111 for Petroleum Applications (T411138 ODY) describes the benefi ts 

of this column for measuring benzene and other aromatics in gasoline and for 

determining the fatty acid methyl ester (FAME) profi le in blended biodiesel.

● SLB-IL111 for Fatty Acid Methyl Ester (FAME) Applications (T411139 ODZ) 

contains 13 chromatograms and describes the benefi ts of this column for 

detailed separations of cis/trans FAME isomers and for edible oil analysis.

Request your copies by email (EurTechServ@sial.com), or 
download at sigma-aldrich.com/il-gc
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EN 14110 (Determination of Methanol Impurity in B100 

Biodiesel) Using SPME on Equity®-1 Capillary GC

Katherine K. Stenerson and Michael D. Buchanan

mike.buchanan@sial.com

Introduction

Biodiesel is a renewable, alternative diesel fuel produced from vege-

table oils, animal fats, or recycled restaurant grease. This non-toxic, 

biodegradable liquid fuel consists of mono-alkyl esters of long chain 

fatty acids (also known as fatty acid methyl esters, or FAMEs) and may 

be used alone or blended with petroleum-based diesel fuels. The 

most common process for producing biodiesel involves two steps:

1. Through the transesterification reaction, triglycerides (i.e. oils or 

fats) are chemically reacted with an alcohol, usually methanol, in 

the presence of a catalyst, like sodium or potassium hydroxide, 

yielding fatty acid methyl esters (FAMEs) and glycerin by-product. 

2. The FAMEs and glycerin by-product are then separated and puri-

fied. Biodiesel is the name given to the FAME fraction retained for 

use as fuel. The glycerin fraction is sold for use in soaps and other 

products.

The resulting biodiesel contains no sulfur or fossil fuel aromatics. 

Biodiesel is almost 10% oxygen, making it an oxygenated fuel which 

aids combustion in fuel-rich circumstances. Biodiesel can be used 

pure (B100 biodiesel = 100% biomass-based diesel) or blended (for 

example, B20 biodiesel = 20% biomass-based diesel and 80% petro-

leum-based diesel).

Before being used or blended, B100 biodiesel must be tested for 

trace levels of contaminants that may cause problems in diesel 

engines. One of these contaminants is methanol. Because methanol 

is commonly used as the alcohol for the transesterification reaction 

during manufacturing, it may remain at residual levels in the final 

B100 biodiesel product. Too much methanol in a fuel will cause 

engine stress. Therefore, its level must be below set specifications 

for a fuel to be acceptable.

DIN EN 14110

European Standard Method DIN EN 14110 describes the headspace 

gas chromatography (GC) analysis of biodiesel for methanol, and is used 

to verify that the residual methanol level is below set guidelines (1). 

A poly(dimethylsiloxane) phase is one of the column chemistries 

recommended in EN 14110 for the analysis methanol in biodiesel. 

This phase will elute analytes primarily according to boiling point, 

so under the proper analysis conditions, methanol and the internal 

standard 2-propanol should be resolved. Our Equity-1 columns are 

made with poly(dimethylsiloxane) phase, and are available in a variety 

of dimensions to suit the needs of the application. For this analysis, a 

column with the dimensions described in the analytical conditions of 

the EN method was used.

Solid Phase Microextraction (SPME)

EN 14110 specifies the use of headspace analysis with a 45-minute 

sample equilibration time at 80 °C prior to GC analysis. In this study, 

solid phase microextraction (SPME) was evaluated as a possible 

alternative to headspace.

Linearity Evaluation 

The three calibration standards described in EN 14110 were made 

and analysed. Each standard consisted of a B100 biodiesel sample 

spiked with methanol plus 2-propanol (internal standard). Each 

standard was extracted using SPME and analysed by GC on an Equity-1. 

An 85 μm polyacrylate fused silica SPME fibre assembly was selected, 

as this phase possesses good affinity for polar analytes. A five-minute 

extraction time at 60 °C was found to yield sufficient response for the 

lowest level calibration standard. The resulting chromatogram for the 

mid-level calibration standard is shown in Figure 1.

Figure 1. Spiked B100 biodiesel sample

 sample/matrix: 2 g of B100 biodiesel containing 0.01% methanol and 
  0.0785% 2-propanol in a 4 mL vial
 SPME fi bre: 85 μm polyacrylate (57304)
 extraction: headspace, 60 °C for 5 min.
 desorption process: 250 °C for 0.75 min. 
 column: Equity-1, 30 m x 0.32 mm I.D., 1.0 μm (28057-U) 
 oven: 50 °C
 inj.: 250 °C
 det.: FID, 200 °C
 carrier gas: helium, 30 cm/sec
 liner: 0.75 mm I.D., SPME type, straight design (unpacked)

 0 2 4 6 8
Min

1

2

Calibration factors were calculated per EN14110, and then the aver-

age, standard deviation, and %RSD of the calibration factors were 

determined. Per the method, the %RSD value must be <15 for the 

calibration to be acceptable. A 5% RSD was obtained with the SPME 

calibration, showing that SPME is a viable extraction technique for 

this method. Complete calibration data is shown in Table 1.

 1. Methanol, 0.01% 
 2. 2-Propanol, 0.0785% (I.S.)
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Table 1. 3-point calibration results

 Methanol Methanol 2-Propanol Calibration
 (wt/wt %) Area Counts Area Counts* Factor

 0.01 515 1947 0.4819

 0.1 4718 1787 0.4826

 0.5 28995 2410 0.5294

Average (Calibration Factor) = 0.4979

Standard Deviation (Calibration Factor) = 0.0273

%Relative Standard Deviation (Calibration Factor) = 5%

* Note: 2-propanol at 0.0785% in all standards

Description Cat. No.

SPME Fibre Assemblies 57304
85 μm polyacrylate fused silica, 
24 ga for manual holder, 3 ea 

SPME Fibre Holder 57330-U 
for manual use, 1 ea  

Equity-1 Capillary GC Column 28057-U 
30 m x 0.32 mm I.D., 1.0 μm, 1 ea 

Molded Thermogreen™ LB-2 Septa 28336-U 
11 mm diameter, 50 ea  

Inlet Liner 2637505 
0.75 mm I.D., direct (SPME) type, 
straight design, for Agilent®, 5 ea

Featured Products+

Description  Cat. No.

SPME Fibre Assemblies, 85 μm Polyacrylate Fused Silica, 3 ea

23 ga for Autosampler Holder and Merlin 57294-U

Microseal™ Systems

24 ga for Autosampler Holder  57305

SPME Fibre Holders, 1 ea

For CTC CombiPAL™, GERSTEL® MPS 2,   57347-U

and Thermo® TriPlus™ Autosamplers 

For Varian® Autosamplers  57331

Equity-1 Capillary GC Columns, 1 ea

30 m x 0.25 mm I.D., 0.25 μm  28046-U

60 m x 0.25 mm I.D., 0.25 μm  28047-U

60 m x 0.32 mm I.D., 1.00 μm  28058-U

Merlin Microseal Systems (required a nut and a SPME septum)

For Agilent (nut only)  22582

For Varian 1079 Injector (1 nut, 1 inlet adapter,  24817-U

1 o-ring, and 1 non-SPME septum) 

For Varian CP-1177 Injector (1 nut, 1 inlet adapter, 22609-U

1 o-ring, and 1 non-SPME septum) 

Replacement SPME septum (fits Agilent and Varian) 24818-U

Molded Thermogreen LB-2 GC Septa, 50 ea

9.5 mm diameter  28331-U

10 mm diameter  28333-U

11.5 mm diameter  29446-U

17 mm diameter  29452-U

Inlet Liners, 0.75 mm I.D., Direct (SPME) Type, Straight Design, 5 ea

For Finnigan™ (9001GCQ)  2637505

For PerkinElmer® (AutoSystem™)  2631205

For Shimadzu® (9A, 15A, and 16,   2632905

with SPL-G9/15 Injector)

For Shimadzu (14, 15A, and 16, with SPL-14 Injector) 2633505

For Shimadzu (17A, with SPL-17 Injector) 2633905

For Thermo (ThermoQuest 8000 and TRACE®) 2876605-U

For Varian (1075 and 1077 Injector)  2635805

For Varian (1078 and 1079 Injector)  2637805

For Varian (1093-94 SPI Injector)  2636405

For Varian (CP-1177 Injector)  2637505

Related Products+

Additional information about this, or other analytical 

methodologies used for biofuel (biodiesel or bioethanol) 

is available at our web node sigma-aldrich.com/biofuels

Related Information+

Conclusion

Whether headspace or SPME is used for the extraction of methanol 

from biodiesel, the Equity®-1 column can be used in the subsequent 

GC analysis, as it provides sufficient resolution of the methanol and 

2-propanol internal standard.

SPME required considerably less equilibration time than the headspace 

method (5 min. vs. 45 min.), and exhibited excellent sensitivity at the 

low end of the required calibration range. SPME also proved to be quan-

titative, as evidenced by the linearity evaluation done using the three 

standard levels described in EN 14110.

References

1. DIN EN 14110, “Fat and Oil Derivatives – Fatty Acid Methyl Esters (FAME) 

– Determination of Methanol Content”.

Handbook of SPME by Janusz Pawliszyn
This 400-page book contains comprehensive descriptions of the fundamental principles of solid phase micro-

extraction (SPME), recent applications, SPME devices and procedures published to date. SPME protocols are 

presented in a step-by-step fashion, providing useful tips and potential pitfalls. The important steps in SPME 

method development and optimisation including calibration are clearly discussed to assist new users of the 

technology. This handbook enables researchers at all stages of their careers to effectively apply this convenient 

and solvent-free sample preparation technique to solve their analytical challenges in an effective way. 

This up-to-date handbook contains 13 chapters with topics including: Theory of SPME, SPME devices and fibre 

coatings, commercial devices and coatings, automated SPME systems, calibration of extraction step, SPME 

method development, ligand-receptor binding, in-vivo SPME, review of different application areas including: 

environmental, food and fragrance, forensic and drug analysis, as well as SPME protocols.

Handbook of SPME 

(Cat. No. Z569046)
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Trace Level Optimisation and Comparative Evaluation of 

Different Groups of Pesticides, using Narrow Bore and 

Fast GC Low Bleed SLB™-5ms Capillary Columns

R. Calori ARPA Bologna, Via Triachini17, 40128 Bologna Italy

R. Ferrari* Sigma Aldrich srl, Via Gallarate 154, 20151 Milano Italy 

E. Belotti Water & Waste, Via E.Mattei 37, 24060 Entratico (BG) Italy

roberto.ferrari@sial.com 

Introduction

Low levels of detection and short analysis times are a requirement for 

chromatographers in many different fields. Environmental chemists in 

particular must meet stringent reporting requirements. 

The low detection levels for pesticides required by the official norm 

and analysis time optimisation could make these applications 

extremely challenging. In addition, the method requires the use of 

MS detection. Even the latest generation of these types of detector is, 

due to their high sensitivity, susceptible to fouling from dirty samples 

and column bleed. For this reason, the capillary column used must 

exhibit, besides being inert towards the various analytes, a very low 

level of bleed. Column bleed may not only foul an MS source but 

raise detection levels and interfere with the spectral identification.

A 5% Phenyl low bleed capillary column (Supelco® SLB-5ms), coupled 

with a Shimadzu® QP 2010 Fast GC-MS, was used to evaluate 6 different 

groups of pesticides, selected by retention time to avoid co-elutions. 

Column bleed was low enough to facilitate detection and good 

spectral quality at ppt level. A conventional narrow bore column 

0.25 mm I.D., was used to compare with the 0.10 mm I.D. column and 

optimise the fast GC separations. Moreover, an SLB-5ms column has 

been used to minimise the bleeding interaction at high temperature 

(340 °C), improving the signal-to-noise (S/N) ratio. This was important 

because some peaks elute in the temperature range of 300 to 340 °C. 

The inertness of the column was also important to improve the peak 

shape and resolution. The absence of column bleed and subsequent 

high signal-to-noise ratio, even at the analysis temperature of 340 °C, 

is a direct result of the SLB-5ms silphenylene polymer chemistry and 

facilitates low-level detection.

Experimental

Individual group solutions of pesticides were prepared in 

n-hexane- acetone 1:1 (PESTANAL®), with a concentration between 

0.8 to 2.0 mg/L, approximately. In each group, no peak coelution 

was shown. The aim of this was to simplify the retention time 

identification of each analyte, double-checked with MS spectra of 

the pesticide itself.

For each group, a calibration curve was done to demonstrate the opti-

mum linearity of the fast GC method at low concentrations. Moreover, 

resolution, peak shape, S/N ratio and spectra compared with NIST library 

of some critical compounds was used to evaluate the column inert-

ness (Iprodione) and the source inertness (Fenitrothion). Pesticides 

were analysed using GC coupled to MS using QP 2010 GC-MS from 

Shimadzu (Kyoto, Japan), equipped with quadrupole mass selective 

detector (MSD). Analytical parameters are described in Tables 1 and 2.

Table 1. GC-MS Method SLB-5ms 30 m x 0.25 mm I.D., 0.25 μm

GC parameter

Column Oven Temp.: 40.0 °C

Injection Temp.: 280.00 °C

Injection Mode: Splitless

Sampling Time: 0.90 min.

Pressure: 32.5 kPa

Total Flow: 11.7 mL/min.

Column Flow: 0.79 mL/min.

Linear Velocity: 32.0 cm/sec.

Purge Flow: 3.0 mL/min.

Split Ratio: 10:1

Carrier Gas: helium

Oven Temp. Program:

 Rate Temperature (°C) Hold Time 

(min.) 40.0 x 1.00, 80.0 °C/min. 

to 160.0 °C, 5.0 °C min. to 340.0, 

hold 2.00

Mas Spect. Parameter

IonSourceTemp: 240.00 °C

Interface Temp.: 280.00 °C

Solvent Cut Time: 5.00 min.

Threshold: 

[MS Table]

Start Time: 5.00 min.

End Time: 40.00 min.

ACQ Mode: Scan

Interval: 0.30 sec.

Scan Speed: 1666 Amu/Sec

Start m/z: 45.00

End m/z: 470.00

Table 2. GC-MS Method SLB-5ms 10 m x 0.10 mm I.D., 0.10 μm

GC parameter

Column Oven Temp.: 40.0 °C

Injection Temp.: 280.00 °C

Injection Mode: Splitless

Sampling Time: 0.80 min.

Pressure: 290.8 kPa

Total Flow: 8.7 mL/min.

Column Flow: 0.52 mL/min.

Linear Velocity: 45.0 cm/sec.

Purge Flow: 3.0 mL/min.

Split Ratio: 10.0

Carrier Gas: helium

Oven Temp. Program:

 Rate Temperature (°C) Hold Time 

(min.) 40.0 x 1.00, 80.0 °C/min. 

to 160.0 °C, 5.0 °C min. to 340.0, 

hold 2.00

Mas Spect. Parameter

IonSource Temp: 240.00 °C

Interface Temp.: 280.00 °C

Solvent Cut Time: 2.50 min.

Threshold: 0

[MS Table]

Start Time: 2.60min.

End Time: 12.00min.

ACQ Mode: Scan

Interval: 0.10 sec.

Scan Speed: 5000 Amu/Sec

Start m/z: 45.00

End m/z: 470.00
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Results 

Figures 1–3 show a good comparison between the traditional techniques using a narrow bore column with the corresponding fast GC one.

Figure 1a – Fast GC 

Figure 2a – Fast GC 

Figure 3a – Fast GC 

Figure 1b – Conventional 

Figure 2b – Conventional 

Figure 3b – Conventional 

Conclusion

The results obtained underline the fact that fast GC-MS can be com-

pared to traditional GC-MS, because it reduces the time of chroma-

tographic analysis but does not influence the analytical parameters. 

Moreover, the mass spectra obtained at high scan speed are still 

comparable to the usually used libraries. The results obtained bundle 

the high sensitivity of the QP 2010 MS, the highest inertness and the 

low bleed of the SLB™-5ms column to achieve the goal to guarantee a 

reproducible and robust method useful for all public and private labs, 

that meet the increasing demand of samples requiring quick results.

For more information on this article, please send your request to the 

corresponding author(*) and a complete poster will be sent to you by 

e-mail.
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Broader Selection of Quality Pesticide Standards 

Including CRMs and Proficiency Tests

Matthias Nold, Product Manager Analytical Standards matthias.nold@sial.com 

Vicki Yearick, Market Segment Manager Analytical Standards

Sigma-Aldrich now provides analysts with one of the broadest offerings 

of standards for pesticide analysis available. Recent additions to our 

portfolio include proficiency testing samples, NIST traceable certified 

reference materials and matrix standards for monitoring sample 

preparation methods. These products, along with our 2000 plus 

pesticide standards, allow Sigma-Aldrich to fulfill the needs of many 

laboratories, including those that are ISE/ISO 17025 accredited.

NEW! Certifi ed Reference Materials (CRMs)
Our newly expanded pesticide standard line includes certified refer-

ence materials in the form of neats and matrix standards.

Fluka® TraceCERT® pesticide CRMs are certified in a double accredited 

laboratory fulfilling ISO/IEC 17025 and ISO Guide 34, using high-per-

formance quantitative NMR (HP-qNMR®) for content determination 

with direct traceability to NIST and SI. This measurement technique for 

purity offers a superior level of accuracy, calculated uncertainties and 

lot-specific values when compared to other CRMs in the marketplace.

Sigma-Aldrich RTC pesticide CRMs are available as either “real world” 

soil or sediment natural matrices or natural matrices in which selected 

analytes have been fortified to give analytical profiles that meet the 

needs of the market. A robust statistical programme is used in deter-

mining the certified values of these CRMs, utilising data developed 

from multi-laboratory analysis supported by in-house data. Most CRMs 

are method specific and are supplied with certificates that show an 

uncertainty, expanded uncertainty confidence interval, and a predic-

tion value, in addition to the mean value and standard deviation from 

the mean.

Neat and Single-Component Solutions

We stock more than 1800 isotope-labelled and non-isotope labelled 

neat and single component solutions for shipment every day, includ-

ing Fluka brand PESTANAL® grade standards. PESTANAL grade products 

are high-purity standards of herbicides, pesticides and their metabo-

lites. Most have a purity >99%. Each PESTANAL standard is formulated 

for single use to reduce waste and packaged in glass ampuls. A batch 

specific assay for each standard is provided on the product label, and 

details of this assay are found on the certificate of analysis accompany-

ing each purchase.

Second Source Products

To complement our PESTANAL grade standards, we provide Chem 

Service brand pesticide and pesticide metabolite standards. Many 

other second source pesticide standards are available from within 

Sigma-Aldrich. It is our goal to provide these products to you in a 

timely manner, making it convenient to order all your chromato-

graphy supplies from Sigma-Aldrich. Standards are shipped with 

documentation and expiration dates.

Multi-Component Calibration Mixtures

Analysts performing multi-residue pesticide analyses can select from 

a variety of Supelco® brand pesticide calibration mixtures for their 

application. These quantitative mixtures eliminate the time and money 

associated with sourcing individual raw materials, preparing the mix, 

and then disposing of unused hazardous materials.

Manufacturing and testing information is available for each Supelco 

brand calibration mixture in the form of a data packet. Each data 

packet documents the rigorous analytical methods used to verify raw 

material identity and purity, and provides verification of analyte purity 

and final concentration accuracy. Data packets are free of charge.

The composition of Sigma-Aldrich RTC Proficiency Testing Samples 

and Certified Reference matrix standards will vary from lot-to-lot. This 

is because these products are prepared from natural matrices; some 

are fortified. 

NEW! Profi ciency Test Samples
Through Sigma-Aldrich RTC, accredited ISO 17025 testing laborato-

ries can now source certified soil, water and sludge proficiency test 

(PT) samples to evaluate their laboratory’s competency for perform-

ing pesticide analyses and calibration. Laboratories can choose to 

participate in our quarterly or semi-annual PT programs, or simply 

purchase PT samples.

The advantages of choosing Sigma-Aldrich RTC PTs include:

 Most PT samples are supplied in duplicate. The duplicate 

can be used to report additional methods or be retained 

as a QC standard, using the study values.

 Advanced tracking – methods, analysts, accreditation 

and equipment can be reported for the same analyte at 

no extra charge.

 Evaluation reports can be sent to your Accreditation 

Authority (AA) for no additional charge.

Custom Standard Formulation Services
We recognise that a stock product may not always be appropriate for 

your applications. That’s why we have dedicated staff ready to formu-

late, test, and package pesticide calibration standards according to 

your exact specifications. Our chemists will gladly discuss stability 

and solubility concerns with you, and make suggestions where need-

ed to improve the quality of your purchase. If you are interested in a 

customised pesticide standard, please feel free to contact us by email: 

customstandards@sial.com Or use the quote request form at our 

website sigma-aldrich.com/standards
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Description Qty.   Cat. No.

Certifi ed Reference Materials (CRMs)

CRM matrix standards

Ordering information for matrix standards varies by country. 

Please visit sigma-aldrich.com/rtccrm for details or contact your local 

Sigma-Aldrich office.

PAHs, PCBs & Pesticides on Fresh 50 g  CNS391

Water Sediment

Pesticides – Loamy Sand 1 50 g  CRM846

PCBs & PDBEs on Fresh Water Sandy 50 g  CNS329

Loam Sediment

CRM Neats

Atrazine, CRM, TraceCERT® 50 mg 90935

Biphenyl, CRM, TraceCERT 100 mg 96996

Chlorpyrifos, CRM, TraceCERT 100 mg 94114

Cypermethrin, CRM, TraceCERT 50 mg 51991

Diazinon, CRM, TraceCERT 50 mg 68486

Deltamethrin, CRM, TraceCERT 50 mg 05995

Fipronil, CRM, TraceCERT 50 mg 16785

Malathion, CRM, TraceCERT 50 mg 91481

ProChloraz, CRM, TraceCERT 50 mg 64947

NEATs (not CRMs)

Atrazine, PESTANAL® 250 mg 45330

Azadirachtin (technical mixture) 10 mg PS2075

λ-Cyhalothrin, PESTANAL 100 mg 31058

Cypermethrin (mixture of isomers),  100 mg 36128

PESTANAL

o,p’-DDE 50 mg PS695

Glufosinate ammonium, PESTANAL 100 mg 45520

Glyphosate, PESTANAL 250 mg 45521

Heptachlor 100 mg PS78

Imidacloprid, PESTANAL 100 mg 31058

Oxydemeton-methyl 50 mg PS641

Paraquat dichloride, PESTANAL 100 mg 36541

Paraoxon-ethyl, PESTANAL 100 mg 36186

Thiacloprid  100 mg 37905

Mixtures

DDT – Endrin Mixture

500 μg/mL each component in methanol 1 mL  48282

Triazines Mixture

100 μg/mL each component in methanol 1 mL  48392

Ametryn Prometryn Terbutryn 

Atrazine Propazine 

Prometon Simazine

CLP Organochlorine Pesticide Mix

2000 μg/mL each component in 1 mL  47426-U

hexane:toluene (1:1)

 Aldrin 4,4’-DDD Endrin

 α-BHC 4,4’-DDE Endrin aldehyde

 β-BHC 4,4’-DDT Endrin ketone

 Lindane Dieldrin Heptachlor

 δ-BHC α-Endosulfan Heptachlor epoxide

 α-Chlordane β-Endosulfan Heptachlor epoxide isomer B

 γ-Chlordane Endosulfan sulfate Methyoxychlor

Featured Products+
Description Qty.  Cat. No.

EPA 8270 Organophosphorus Pesticide Mix 2

2000 μg/mL in methylene chloride  1 mL 47908 

 Dimethoate Parathion Sulfotep

 Disulfoton Parathion-methyl Thionazin

 Famphur Phorate Triethyl thiophosphate

EPA 8081 Pesticide Standard Mix

200 μg/mL each component in  1 mL 46845-U 

hexane:toluene (1:1)

 Aldrin 4,4’-DDE Endrin aldehyde

 α-BHC 4,4’-DDT Endrin ketone

 β-BHC Decachlorobiphenyl Heptachlor

 Lindane Dieldrin Heptachlor exo-epoxide

 δ-BHC a-Endosulfan Methoxychlor

 α-Chlordane β-Endosulfan 2,4,5,6-Tetrachloro-m-xylene

 γ-Chlordane Endosulfan sulfate

 4,4’-DDD Endrin

EPA 8081 Pesticide Surrogate Spike Mix

200 μg/mL each component in acetone  1 mL 48460 

 Decachlorobiphenyl

 2,4,5,6-Tetrachloro-m-xylene

OP Pesticide Mix

100 μg/mL each component in hexane  1 mL 861237 

 Carbophenothion Malathion

 Ethion Parathion

OP Pesticide Mix 2

1000 μg/mL each component in acetone  1 mL 861283 

 Alachlor Butachlor Simazine

 Atrazine Metolachlor

 Bromacil Prometon

Pesticide Standard 17 Solution, PESTANAL

10 ng/μL each component in acetonitrile  2 mL 36978 

 Atrazine Hexazinone Metobromuron

 Atrazine-desethyl Chlortoluron Metoxuron

 Cyanazine Diuron Monolinuron

 Sebuthylazine Isoproturon Metazoachlor

 Simazine Linuron Metolachlor

 Terbuthylazine Methabenzthiazuron

Profi ciency Testing (PT) Samples

Ordering information for PT products varies by country. 

Please visit sigma-aldrich.com/rtccrm for details or contact your local 

Sigma-Aldrich office.

Water Pollution

Organophosphorus Pesticides – WP 1 x 2 mL PE1161 

Organophosphorus Pesticides 1 x 2 mL PE1377 

(Low Level) – WP

Pesticides 1– WP  1 x 2 mL PE1280 

Pesticides 2– WP  1 x 2 mL PE1201 

Water Supply

Carbamate Pesticides – WS 1 x 2 mL PE1507 

Organonitrogen Pesticides – WS 1 x 2 mL PE1400 

Soil

Chlorinated Pesticides in Soil 50 g  SPE009 

Organophosphorus Pesticides 50 g  SPE021 
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Automated High-Throughput Quantitative Analysis of 

Water and Soil Profiles by MultiFibre Exchange-SPME 

Coupled to Fast GC/MS 

Stefano Dugheri, Alice Bonacchi, Giulio Arcangeli, Vincenzo Cupelli

 (Laboratorio di Igiene e Tossicologia Industriale, Largo Palagi 1, Careggi 

Hospital-University of Florence, 50100 Florence) 

Rino Calori, Manuela Di Giovanni, Maria Ferrari, Barbara Romagnoli, 

Maurizio Falchieri, Cecilia Bergamini 

 (Laboratorio Integrato Unità strumentale ARPA Emilia-Romagna-Nodo di 

Bologna)

Filippo Degli Esposti, Nicola Perchiazzi, Gionni Capacci 

 (Chromline Srl, Via Anita Garibaldi 40, 59100 Prato, Italy)

Edoardo Salvadori, Alida Falai, Maurizio Cappelli, Daniela. Santianni, 

Daniela Burrini 

 (Publiacqua S.p.A. Via Villamagna 90/c, 50126 Firenze)

dugheris@aou-careggi.toscana.it

Introduction

The Italian Legislative Decree No 152/2006 implementing Directive 

2001/42/EC sets out a series of analytical profiles for water and soil. 

Meeting this requirement can result in a considerable commitment 

in terms of human resources and equipment. In previous studies the 

use of solvents and/or clean-up steps are often reported to extract 

and eliminate most of the interfering compounds. This commonly 

results in a large number of manual operations, uncertainty of the 

determination, higher overall cost of the method, and possible 

analyte loss. Accordingly, procedures were developed where the 

properties of HS/DI-SPME technique as well as the automation of 

the preparation procedure by new robotic system called MultiFibre 

Exchange System (MFX), allowing automated exchange of the fibres, 

providing a convenient and more efficient use of a Fast-GC-MS/EI 

instrument with a number of advantages including reduced analyst 

time and greater reproducibility.

The Fast GC technique is based on the use of short narrow bore capil-

lary columns that enable high-speed separations while maintaining 

excellent resolution. In the last decade this technique has become 

more a routine application due to the introduction of instruments 

catering for specific application needs, like increased inlet pressures, 

rapid oven heating rates, and fast detection and data collection sys-

tems. However, high split rate is necessary when liquids are injected 

to maintain separation efficiency, because of the lower sample capac-

ity of narrow-bore capillary columns. This problem can be easily 

overcome by the use of Solid Phase Microextraction (SPME), being 

a solvent-free technique that incorporates sampling, isolation, and 

enrichment in one extraction step. Within the analytical world, the 

SPME analysis became an important technology, and it is considered 

as one of the major contributions that shaped 20th-century analytical 

chemistry. As interest in this now routinely used technique is still 

growing, and the number of applications continues to increase, the 

need for fully automated, efficient, comprehensive, reproducible 

methods is also increasing within the analytical community. In this 

work an automated multiple compound group assay was designed 

which meets the application need for different fibre phases through 

the use of a 3-Position MFX system installed on a CTC CombiPal™ type 

auto-sampler, allowing an automated fibre exchange. The compound 

groups the authors were interested in were: i) polycyclic aromatic 

hydrocarbons (PAHs), ii) polychlorinated biphenyls (PCBs), iii) phenols 

and iv) mineral oil hydrocarbons (BAM K010) profiles. The object of this 

work was to obtain all these profiles consecutively in a fully automated 

operation and in a short time on a single GC/MS instrument, to achieve 

more sensitivity and high matrix discrimination than is possible with 

other techniques routinely employed in environmental laboratories. 

Automation of Analytical Procedure

Since the determination of the four profiles requires different fibres, 

the object of this paper was focused on the automation of the SPME 

extraction procedure and on the Fast GC/MS performance. Com-

monly a change of a fibre on an autosampler requires manual inter-

action by the operator and causes a delay in sample analysis. The 

three polydimethylsiloxane PDMS (PDMS) fibres (7, 30, and 100 μm) 

selected for this study were used simultaneously on the 3-position 

MFX System installed on a GERSTEL® MPS2 autosampler (SRA Instru-

ments, Milan, Italy). The used fibres were all SPME-Fast Fit Assemblies 

(SPME-FFA), a new fibre configuration (Supelco®, Sigma-Aldrich, Milan, 

Italy). The FFA configuration allows the use of multiple SPME fibres on 

the MFX system in fully automated processes, by means of automati-

cally exchanging the used fibre on the system. The FFAs are more 

robust and easier to use, without the need of screwing them into a 

fibre holder, and they are barcoded for reliable identification. In this 

study, the 3 fibres used were transported between the 3-position 

fibre tray of the MFX and the vials, containing water or soil, and the 

injector by the magnetic MFX holder. At the end of the analysis, the 

desorbed fibre is moved back to the tray and the cycle is repeated 

with the next phase. Moreover, the autosampler parameters also 

allowed a complete analysis cycle incorporating also the condition-

ing step by first conditioning each fibre and then placing them back 

in the tray where they are sealed off by a spring-loaded Teflon® cone. 

Fast GC/MS Conditions

The Fast GC-MS conditions are outlined in Figures 1 to 4. 

The Shimadzu® GC/MS-EI 2010 (Shimadzu Italia, Milan, Italy) was 

equipped with SLB™-5ms column (10 m, 0.10 mm internal diameter, 

0.1 μm film thickness, Supelco/Sigma-Aldrich, Milan).



21

sigma-aldrich.com/express

S
a

m
p

le
 P

re
p

a
ra

ti
o

n

3.0 3.5 4.0 4.5 5.0 5.5 6.0 6.5 7.0 7.5 8.0 8.5

0.25

0.50

0.75

1.00

1.25

1.50

1.75

2.00

2.25

2.50

(x1,000,000)

3.0 3.5 4.0 4.5 5.0 5.5 6.0 6.5 7.0 7.5 8.0

0.25

0.50

0.75

1.00

1.25

1.50

1.75

2.00

2.25

(x1,000,000)

Analyte Listing  RT
1) Naphthalene  3.156
2) Acenaphthylene   3.922
3) Acenaphthene D10 3.991
4) Acenaphthene  4.007
5) Fluorene 4.257
6) Phenanthrene D10  4.710
7) Phenanthrene  4.721
8) Anthracene  4.745
9) Fluoranthene  5.300
10) Pyrene D10  5.401
11) Pyrene  5.410
12) B(a)anthracene  5.990
13) Crysene D12  5.996
14) Crysene  6.008
15) B(b)Fluoranthene  6.481
16) B(k)Fluoranthene  6.492
17) B(e)Pyrene  6.599
18) B(a)Pyrene  6.620
19) Perylene D12  6.645
20) Perylene 6.656
21) I(123cd)Pyrene  7.150
22) DB(ah)anthracene  7.157
23) B(ghi)Perylene  7.298

Analyte Listing  RT
1) #1  4.009
2) #5  4.615
3) #18  4.839
4) #31  5.090
5) #28 C13  5.093
6) #52 C13  5.262
7) #52  5.263
8) #44  5.363
9) #66  5.579
10) #101 C13  5.688
11) #101  5.689
12) #87  5.819
13) #110  5.862
14) #151  5.914
15) #153 C13  6.088
16) #153  6.089
17) #141  6.151
18) #138 C13  6.216
19) #138  6.217
20) #187  6.284
21) #183  6.310
22) #180 C13  6.524
23) #180  6.525
24) #170 6.656
25) #206 7.095

Figure 1. Poly aromatic hydrocarbons (PAHs) at 5 ng/L 

 Sample: 10 mL water
 SPME Fibre: 7 μm PDMS, SPME/Direct Immersion 20 min @ 40 °C
 Desorption:  280 °C, splitless, 2.50 min
 CarrierGas:  Helium 60.0 cm/sec 
 Oven:   40 °C, 1 min hold, 50 °C/min to 320 °C, 3 min hold 
 Detector: MS, SIM, Ion Source Temp: 240 °C

Figure 2. PCBs at 2.5 ng/L 

 Sample: 1g soil in 10 mL water
 SPME:  30 μm PDMS, SPME/HS 5 min @ 90 °C
 Desorption:  275 °C, Splitless, 2.50 min
 Carrier Gas: Helium 49.5 cm/sec 
 Oven:  60 °C, 1 min hold, 40 °C/min to 340 °C, 0.50 min hold 
 Detector:  MS, SIM, Scan Width: 0.10 amu, Ion Source Temp: 240 °C
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R = 0.9997561

RF %RSD : 21.18384
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PCB #101

(continued on page 22)



22

sigma-aldrich.com/express

S
a

m
p

le
 P

re
p

a
ra

ti
o

n

Analytical Methods

Samples: 10 mL water or 1 g soil in 10 mL water, 20 ml vial

i) PAH: 7 μm PDMS, SPME/Direct Immersion (DI) 20 min @ 40 °C

ii) PCBs: 30 μm PDMS, SPME/Head Space (HS) 5 min. @ 90 °C

iii)  Phenols: 100 μm PDMS, acylation by 50 μL acetic anhydride, 0.2 g 

KHCO3, SPME/HS 15 min @ 60°C (1)

iv)  BAM K010: 7 μm PDMS, [300mg (NH4)2SO4], SPME/HS: incubation 

5 min @ 120 °C, sampling: 15 min (quail/quantitative)

Results

The resulting calibration curves were linear, in the investigated range 

(Figure 1– 4) for all compound profiles, with correlation coefficients 

>0.998. The resulting RSDs were ≤10%.

Conclusion

The automation of the preparation procedure with the MFX system on 

a CTC CombiPAL™ type autosampler like the GERSTEL® MPS2, allows 

the automated and unattended exchange of SPME-fibres. This enables 

the a more efficient use of a Fast-GC/MS instrument providing a num-

ber of benefits including reduced analyst time for both routine analy-

sis and method development and greater reproducibility. 

Figure 4. BAM K010 50 μg/L

 Sample:  10 ml water + 300 mg (NH4)2SO4

 SPME:  7 μm PDMS, SPME/HS 15 min @ 120 °C (incubation 5 min)
 Desorption: 320 °C, splitless, 2.00 min
 Carrier Gas: Helium 55.0 cm/sec 
 Oven: - 60 °C, 1 min hold, 40 °C/min to 340.0 °C, 2 min hold 
 Detector:  MS, ACQ Mode SIM: Ch1-m/z :55.00, Ch2-m/z :57.00, 

Ch3-m/z :71.00, Ch4-m/z :83.00, Ch5-m/z :85.00, 
Ch6-m/z :66.00. Ion Source Temp: 240 °C

References

1. Llompart et Al. 2002 Journal of Chromatography A 963, 137–148.
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(x1,000,000)Analyte Listing  RT
1) Phenol  5.648
2) 2-Methyl phenol  6.184
3) 3-Methyl phenol  6.378
4) 4-Methyl phenol  6.417
5) 2-Chloro phenol  6.617
6) 2,4-Dimethylphenol  6.861
7) 2,4-Dichlorophenol  7.373
8) 4-Chloro-3-methylphenol  7.446
9) 2,6-Dichlorophenol  7.502
10) 2,3,5-Trichlorophenol  8.009
11) 2,4,6-Trichlorophenol  8.247
12) 2,4,5-Trichlorophenol  8.288
13) 2,3,4-Trichlorophenol  8.320
14) 2,3,6-Trichlorophenol  8.545
15) 3,4,5-Trichlorophenol  8.619
16) 2,3,5,6-Tetrachlorophenol  8.913
17) 2,3,4,5-Tetrachlorophenol  8.936
18) 2,3,4,6-Tetrachlorophenol  9.218
19) Pentachlorophenol  9.753

Figure 3. Phenols at 500 ng/L

 Sample: 10 mL water
 SPME:  100 μm PDMS, SPME/HS 15 min @ 60 °C, after in situ 

acetylation by acetic anhydride(1) with 50 μL acetic 
anhydride + 0.2 g KHCO3

 Desorption: 260 °C, splitless, 2.0 min
 Carrier Gas:  Helium 45.0 cm/sec
 Oven:  40 °C, 3 min hold, 25 °C/min to 240 °C 
 Detector:  MS, SIM, Scan Width: 0.10 amu, Ion Source Temp: 240 °C
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What’s New?

sigma-aldrich.com/thereporter

Hot off the Press
New Chiral Method Development Wallchart

Features screening mobile phases, optimisation techniques ...

Web Toolbox 
The Sigma-Aldrich Web Toolbox features helpful online science 

research tools 

and resources.

Conferences coming up …
36th International Capillary Chromatography Meeting, 

Riva del Garda; 27 May – 1 June 2012

www.chromaleont.it/iscc
Special Lunchtime Seminar: 

Ionic Liquid GC Capillary columns – “State of the Art”

Scientific Seminars in Bioanalysis, Food Analysis & Air Monitoring

Keep yourself up-to-date with the instructive seminars from 

Supelco® and Fluka® covering recent developments, useful tips 

and tricks and helping applications sigma-aldrich.com/events

Did you miss …
… the new application on Vitamin D 

determination in blood that was 

shown in our Reporter 49 edition? 

Or would you like to browse a 

previous Reporter edition?

Visit us at 

sigma-aldrich.com/thereporter 

and download your copy for 

your reference and files.

New! Syringe Selection Guide
Overwhelmed with syringe anxiety? No worries! 

The Syringe Selection Guide can help you decide upon the 

optimal syringe for your analytical needs.

 Includes a newly designed syringe selection decision tree

 Highlights a vast range of both manual and autosampler 

syringes

 Features leading brands: Hamilton®, SGE® and Valco® VICI

To request a free copy of the Syringe Selection Guide, please 

visit sigma-aldrich.com/syringes

New! Ascentis® Express Cyano
Ascentis Express ES-Cyano brings together the highly efficient, 

robust 2.7 μm Fused-Core® particle technology with a Cyano 

phase for the successful separation of a wide variety of organic 

compounds having different polarity.

Ascentis Express ES-Cyano has an Extended Stability to low pH 

because of bulky sterical protection of the silica. The difference 

in selectivity compared to straight-chain alkyl phases such as C8 

and C18 will provide less retention of non-polar compounds 

while moving polar compounds away from the void. The phase 

is suitable for use in reversed, normal and HILIC mobile phases.

Web Toolbox

Videos & Webinars Enzyme ExplorerAnalytical
Standards Explorer

Antibiotic SelectorNormality & Molarity
Calculator
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HybridSPE®-Phospholipid
Complete Removal of Proteins AND Phospholipids from Serum & Plasma Samples
Award-Winning Technology Enhances LC-MS Performance!

 • Simple as protein precipitation but cleaner extracts

 – 100% removal of proteins and phospholipids

 – Minimal to no method development 

 • Removal of phospholipid interference means:

 – Less ion suppression

 – Better & more reproducible sensitivity 

 – Shorter method run times -> higher throughput

Available in 96-well for 20– 40 μl or 100–200 μL samples and 1 mL cartridge format

For more information on this new technology, please visit our website 

sigma-aldrich.com/hybridspe-pl, order literature code LOP or contact our Technical Service to request a sample.
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