General Description
The 1-2 Test is a rapid qualitative method for the detection of motile *Salmonella* in foods, food ingredients and environmental samples. It is based on the observation of *Salmonella* immobilized in motility medium by polyvalent H (flagellar) antibodies. Immobilization of motile *Salmonella* results in development of well-defined band of cells (ImmunoBand™).

Using the 1-2 Test

A. Sample Preparation and Enrichment
   Pre-Enrichment
   Prepare samples according to procedures described in the current edition of the Bacteriological Analytical Manual (BAM). Incubate 24 ± 2 h at 35-37°C.

   **For all samples with exception of raw flesh and highly contaminated products proceed to B. Test Procedure.**

   **For raw flesh and highly contaminated products**
   Selective Enrichment
   Transfer 1 mL incubated pre-enrichment mixture to 9 mL iodine-activated tetrathionate brilliant green broth (TBG). Gently vortex mixture. Incubate 6-8 h in a 42°C ± 0.5° water bath.

B. Test Procedure
   Each step of the preparation sequence can be performed on an individual unit or simultaneously on multiple units. Sample numbers can be recorded 1) on lower half of motility chamber but must not interfere with reading results, or 2) on flat surface of white cap.

   **(a) Addition of Iodine-Iodide Solution**
   **For all samples with exception of raw flesh and highly contaminated products**
   Position 1-2 Test unit with black cap UP and remove cap. Add 1 drop of Reagent #1 (Iodine-Iodide Solution) to inoculation chamber. Replace cap and gently shake unit to mix.
   **NOTE:** This step is not performed for raw flesh and highly contaminated products because tetrathionate broth incubation is conducted in a test tube.

   **(b) Chamber Plug Removal**
   Reposition 1-2 Test unit with black cap UP and remove cap. Remove chamber plug with sterile forceps and discard plug. If chamber plug is not removed, bacteria will be unable to move from inoculation chamber to motility chamber.

   **(c) Inoculation**
   Prior to inoculation, be sure that enrichment broth containing sample is well-mixed.
   **For all samples with exception of raw flesh and highly contaminated products**
   Transfer 0.1 mL enriched sample into inoculation chamber.
   **For raw flesh and highly contaminated products**
   Transfer 1.5 mL of tetrathionate broth from 42°C incubation to the previously emptied inoculation chamber.

   **(d) Gel Void Former Tip Removal**
   Position 1-2 Test unit with white cap UP and remove cap. Snip off tip of gel void former with shears and discard tip. The cut should be made at point where tip meets base of gel void former.

   **(e) Addition of Antibody Preparation**
   Add 1 drop of Reagent #2 (Antibody Preparation) to gel void in motility chamber. Replace white cap. One drop of Reagent #2 should uniformly fill lower two-thirds of gel void. This can be determined by observing blue antibody solution in void. Do not add more than 1 drop.

   **(f) Incubation**
   Place inoculated 1-2 Test units in incubator with white cap UP. Incubate units for 14 h to 30 h at 35-37°C. 1-2 Test units may be incubated individually or while held in incubation tray.
C. Reading and Interpretation of Results

A desktop light is strongly recommended for reading results. With white cap UP, hold unit next to a strong light. Carefully observe motility chamber gel from all sides by rotating 1-2 Test unit back and forth through 360° turn in front of light source.

(a) POSITIVE RESULTS

A presumptive positive test is indicated by the presence of a white band (ImmunoBand) that is U-shaped or meniscus-shaped. The band may be fully formed or more distinct on one side of gel, and is seen in upper half of motility chamber gel. A positive test indicates that the sample presumptively contains Salmonella. If not confirming immediately, store positive units under refrigeration (2-8°C).

(b) NEGATIVE RESULTS

If no band is seen after incubating the test unit for at least 14 h, the test is negative. Negative units may show uniform turbidity throughout Motility Chamber as a result of movement of bacteria throughout the gel.

D. Confirmation

Confirm all presumptive positive samples as described in the AOAC International reference procedure. Isolate Salmonella from the tetrathionate broth in the inoculation chamber.

E. Positive and Negative Controls

Controls may be run with test samples. Use one 1-2 Test unit for each positive and negative control.

Positive Controls: Inoculate a known isolate of motile Salmonella into a 10 mL non-selective broth and incubate overnight at 35-37°C. After incubation is complete, inoculate 0.1 mL of turbid broth culture into a 1-2 Test unit. Follow procedure in "Using the 1-2 Test".

Negative Controls: Inoculate a known isolate of a motile enteric bacterium (e.g. Klebsiella spp.) into a 10 mL non-selective broth and incubate overnight at 35-37°C. After incubation is complete, inoculate 0.1 mL of turbid culture into a 1-2 Test unit. Follow procedure in "Using the 1-2 Test".

F. Storage Conditions

Refrigerate on arrival at 2-8°C (36-46°F). DO NOT FREEZE.

G. Disposal

1-2 Test units are not reusable. Inoculated 1-2 Test units may contain pathogenic organisms and should be handled using appropriate aseptic technique. All caps must be kept tightly secured. After use all units must be steam sterilized at 121°C for at least 30 minutes.

Product Warranty

BioControl Systems, Inc. (BCS) warrants this product to be free from defects in materials and workmanship, when stored under labeled conditions and used as intended until the expiration of the date stated on the package. BCS agrees during the applicable warranty period to replace all defective products after return to BCS. BCS shall not have obligation under this Limited Warranty to make replacements which result, in whole or in part, from negligence of the Buyer, or from improper use of the products, or use of the product in a manner for which it was not indicated. Buyer shall notify BCS of any products which it believes to be defective during the warranty period. At BCS option, such products shall be returned to BCS, transportation and insurance prepaid. BCS shall replace any such product found to be defective, at no charge. Should BCS examination not disclose any defect covered by the foregoing warranty, BCS shall so advise Buyers and dispose of the product in accordance with Buyer’s instructions.

1-2 Test must be used only for detection of Salmonella as described in these DIRECTIONS FOR USE. Contents of 1-2 Test unit and its reagents may be harmful if swallowed or taken internally.

BioControl certifies that the 1-2 Test meets all requirements specified in AOAC Official Method 989.13 Motile Salmonella in All Foods, ImmunoDiffusion (1-2 Test) Method.

AOAC® is a registered trademark of AOAC International. BioControl® and 1-2 Test® are registered trademarks of BioControl Systems, Inc. Protected under U.S. and International patents #4,563,418, #4,920,063, #5,132,229, #1,880,538, #1,271,7070 and #0,214,340. Other U.S. and foreign patents are pending.

Catalog No. 1-2 Test Tray of 12 10107-12
1-2 Test Kit of 72 10107-72

IF YOU NEED MORE INFORMATION ABOUT THE 1-2 TEST, ITS USE, OR OTHER BIOCONTROL PRODUCTS PLEASE CONTACT:

BIOCONTROL
www.biocontrolsys.com
Results. Right Now.

North America: tel +1.425.602.1323 bcs_us@biocontrolsys.com
Asia Pacific: tel +602.9982.2442 bcs_asic@biocontrolsys.com
Brazil: tel +55.19.3313.9019 bcs_br@biocontrolsys.com
France: tel +33.01.7377.1680 bcs_france@biocontrolsys.com
Italy: tel +39.06.9148.831 bcs_it@biocontrolsys.com
Netherlands: tel +31.0160.535955 bcs_nl@biocontrolsys.com
United Kingdom: tel +44.01943.99.222 bcs_uk@biocontrolsys.com

SS049.R002.092017