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GenElute™-E
Single Spin Checklist
for Cleanup Kits

EC600 EC700 EC800

Prepare before starting
O Set the microcentrifuge to 1000 x g.

Column preparation
O Vortex Spin Column and place in a 2 mL tube for 5 minutes before continuing.

Loosen screw cap Punch a hole in the cap with the

of Spin Column. OR GenElute™-E Single Spin Cap Puncher.

O Snap off bottom closure. Place Spin Column back into 2 mL tube.
O Centrifuge 1 minute at 1000 x g to collect column buffer.
O Place column in a 1.5 mL tube.

Purification of DNA

O Transfer 80 - 110 pL of sample to column.
O Centrifuge 1 minute at 1000 x g to collect nucleic acid.
O Collected nucleic acid is ready to use.
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